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Rapid cryoglobulin screening: An aid to the clinician
A. E. KALOVIDOURIS AND R. L. JOHNSON

From the Immunology Division, Department ofMedicine, University of Cincinnati Medical Center, Cincinnati,
Ohio, USA

SUMMARY A rapid screening method for serum cryoglobulin is reported. It requires only common
laboratory equipment and is based upon the detection of light scattering (500 my.) in the early phase
of cryoaggregation. All of 28 sera negative for cryoglobulins by the conventional 5-day incubation
method were negative by the screening method. Conversely, all sera containing 60 ,ug/ml or more of
mixed cryoglobulins were positive by the screening method. The initiation phase of cryoprecipi-
tation in mixed cryoglobulins was found to be prompt, as reported previously for monoclonal
cryoglobulins. This sensitive method of cryoglobulin detection provides results to the clinician
within 2 hours, a helpful insight where consideration of possible immune complex vasculitis exists.

Recently, reports of methods for detection of cir-
culating immune complexes have achieved a remark-
able sensitivity. Radio-labelled Clq binding assays
typically detect 4 ,tg/ml of complexes (Gabriel and
Agnello, 1977), monoclonal rheumatoid factor
assays (Gabriel and Agnello, 1977) are sensitive
to 500 ng/ml and the Raji cell technique may reveal
as little as 200 ng/ml (Theofilopoulos et al., 1974).
Critical and as yet unanswered questions arise,
however, as to the significance of tiny quantities of
immune complexes as discussed at a recent internat-
ional symposium (Soothill, 1977). The preparation
of the required immune reagents or the maintenance
of cell lines are also scarcely within the scope of
most hospital laboratories. Nevertheless, a common
diagnostic quandary in clinical rheumatology as well
as general medicine, is whether immune complex
vasculitis may be operative in the setting of acute
multi-systemic disease, in nephritis, in acute neuro-
logical disease and with various signs such as
arthritis, skin rash, haemolysis, and serositis. Mixed
cryoglobulins are frequently found in post-strepto-
coccal glomerulonephritis (McIntosh et al., 1975),
acute systemic lupus erythematosus (SLE) (Christian
et al., 1963), rheumatoid vasculitis (Weisman and
Zvaifler, 1975), and other forms of systemic vas-
culitis in which circulating immune complexes are
held to have a pathogenic role (Barnett et al., 1970;
Grey and Kohler, 1973; Brouet et al., 1974; Meltzer
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and Franklin, 1966) indicating that detection of
cryoglobulins serves as a useful marker for immune
complex related disease. Indeed, the detection of
serum cryoglobulins may provide a better index of
clinical and histological activity in immune com-
plex renal disease than does serum complement
(McIntosh et al., 1975).

Traditional cryoglobulin assays require prolonged
(2-5 days) incubation of serum. Conditions for
sample handling, detection, quantitation, and charac-
terisation of cryoglobulin, vary widely and are
seldom known to the requesting physician. A final
result may thus be long in coming to the clinician.
The specific details of immunoglobulin typing and
the precise quantitation of cryoglobulin protein
may surpass clinical application.
The method for cryoglobulin screening described

here requires common laboratory equipment; a
spectrophotometer, a refrigerator, and a centrifuge,
yet it is sensitive to the level of 60 ,ug/ml of cryopro-
tein. Most importantly, a firm positive or negative
result can be provided to the clinician within 2 hours
of submission of sample, affording a valuable
resource in suspected systemic vasculitis. The method
reported here can serve to identify those sera which
deserve cryoglobulin quantification and typing by
the conventional methods. The assay described here
depends upon detection of light scattering at 500 mV±
by the cryoaggregating immunoglobulins. Whereas
visible flocculant cryoprecipitates form slowly at
low temperatures, the initiation of cryoprecipi-
tation has been shown to be prompt in monoclonal
cryoglobulins (Konieczny and Bobrzecka, 1970;
Saluk and Clem, 1975).
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Materials and methods

A total of 62 sera from 40 Cincinnati General
Hospital patients and 22 normal individuals were
examined for cryoglobulins both by the new tech-
nique and conventional cryoglobulin techniques.
Fasting blood was drawn into warmed sterile glass
tubes and the tubes immediately returned to a
styrofoam shipping container (22 x 11-5 cm with
1 .5 cm wall thickness) containing 200 ml of water at
400C, affording excellent thermal control of samples
during transfer of the laboratory. Under these con-
ditions the temperature of the water in the sealed
container dropped only 2°C, in 1 hour, at room
temperature. This feature is a commonly ignored
but essential detail in cryoglobulin detection due to
trapping of cryoprecipitate in the clot when samples
are drawn on the hospital wards and allowed to
coagulate at temperatures less than 37°C.

Coagulation and clot retraction were allowed to
proceed at 37°C in the laboratory and the serum
was then isolated by centrifugation at 1000 rpm
for 10 min at 370C. Prior incubation of the metal
centrifuge carriers at 37°C and operation of the
centrifuge at high speed ensured temperature control.
A second centrifugation of the serum at 2000 rpm
for 15 min eliminated cellular elements.
A 1 ml portion was then diluted in an equal

volume of 0-9% saline, mixed well, and split into a
pair of 75 x 25 mm Pyrex glass tubes, one kept at
37°C and the other at 4°C, for 1 hour.
The optical density (OD) of the two samples was

read by spectrophotometry (Beckman Model 24)
at 500 m,u using normal saline as blank. These
readings were performed after transfer by Pasteur
pipettes to cuvettes (at room temperature). Samples
were held in the Pasteur pipettes before transfer for
30 s to prevent steaming ofthe cuvettes. The difference
in OD of sera held at these 2 temperatures was
recorded (OD 40C OD 370C = AOD).
A second 3 ml portion was placed in a 10 ml

graduated centrifuge tube (Kolmer/Corning 8360)
and kept at 4°C for 5 days utilising 0.01 % sodium
azide as preservative. Cryoprecipitate was harvested
by centrifugation at 1500 rpm for 15 min and washed
3 times with 10 ml ofpH 7 phosphate buffered saline
at 40C. Washed precipitates were suspended in 0 5
ml of phosphate buffered saline (pH 7-0. and kept
at 370C with intermittent agitation for 1 hour.
After centrifugation at 370C, insoluble material was
discarded. Insoluble material was usually absent or
in small quantity. Total protein content was deter-
mined by the Lowry method (Lowry et al., 1951).
Cryoimmunoglobulins were detected by Ouchterlony
immunodiffusion against monospecific antisera to

IgG, IgA, and IgM using a cryoglobulin concentra-
tion of 5-10 mg/ml.

Results

Preliminary studies showed that variation in the
time required for mixed cryoglobulins to reach a
maximum in optical density at 500 mF ( A OD) was
a function of cryoglobulin concentration. As an
example, Fig. 1 shows a serum with large amounts
of mixed cryoglobulins (2 mg/ml of the original
serum). Here the relative increase in A OD was at
a maximum on the initial reading at 10 min following
which it declined. In sera containing small amounts
of mixed cryoglobulins (0.17 mg/ml of the original
serum), as is shown in Fig. 2, the A OD was increas-
ing even after 4 hours of incubation at 4°C. From
this type of profile of time versus relative increase in
turbidity at 40C, 1 hour was selected as the most
suitable incubation period. Greater sensitivity

1.00-

§ 080-

0
0
1 060-

2 3 4
Hours

Fig. 1 Turbidity versus the time profile of serum (50%
in saline) containing mixed cryoglobulins (2 mg/ml of the
original serum). A OD = OD 40C- OD 37°C.
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Fig. 2 Turbidity versus time profile of serum (50%
saline) containing mixed cryoglobulins (0-17 mg/ml of the
original serum). A OD = OD 4°C- OD 37°C.
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could, however, be achieved by recording later
readings. Dilution of sera in saline to a concentration
of 50% reduces the amount of serum necessary for
the performance of the test without untoward effect
on the discrimination of sera positive or negative
for cryoglobulins.

All of 28 sera negative for cryoglobulins by the
conventional method showed a A OD of <0.020
OD units (Table 1). In 23 of these 28 sera that differ-
ence was 0-0-010. None of the sera negative by this
technique were positive for cryoglobins by the con-
ventional techniques. Eighteen of 19 sera positive
for cryoglobulins by the standard method showed an
increase in OD in the chilled sample ranging from
0.040 to 1-14 (Table 2). A single sample with a
cryoglobulin concentration of30 ,ug/ml ofthe original
serum by the conventional method showed an OD
difference of 0.020 (1 hour reading).

Early on it was noted that when post prandial
sera and sera from hyperlipidaemic individuals were
turbid at 37°C, due to the presence of chylomicrons
or very low density lipoproteins, there was a signi-
ficant increase in OD on cold incubation in the
absence of cryoglobulins by the conventional
technique. It can be seen from Table 3 that these
types of sera increased in OD on cold incubation,
ranging from 0 04 to 0 28. All sera with this type of

Table 1 Results of cryoglobulin screening by the optical
density method in normal sera or sera without cryoglobulins
Case Diagnosis 37°C 4°C A OD*

1 N
2 N
3 N
4 N
5 N
6 N
7 N
8 N
9 N
10 N
11 N
12 N
13 N
14 N
15 SLE
16 SLE
17 SLE
18 SLE
19 SLE
20 RA
21 RA
22 RA
23 RA
24 RA
25 RA
26 RA
27 JRA
28 JRA

0-27
0-37
0.19
0-25
0-24
0-26
0-22
0-25
0-27
0-18
0-39
0-26
0-23
0-25
0-15
0-32
0-23
0-35
0-33
0-31
0-38
0.19
0-24
0-23
0-23
0-24
0-17
0-22

0-27
0-39
0-20
0-25
0-24
0-26
0-20
0-25
0-28
0-18
0-39
0-26
0-23
0-24
0-16
0-33
0-23
0-35
0-33
0-33
0-38
0-20
0-23
0-21
0-21
0-25
0-18
0-21

0
0-02
0-01

0
0
0

0-02
0

0-01
0
0
0
0

0.01
0-01
0.01

0
0

0-02
0-02

0
0.01
0.01
0

0-02
0.01
0.01
0.01

false positivity were grossly turbid at 370C, unlike
non-lipaemic cryoglobulin containing sera, allow-
ing ready distinction of sera appropriate to testing
by the techniques described here. Filtration of the
serum (at 50% concentration) at 37°C through
Millipore filters (0 *22 ,u pore diameter) clarified 7 of
10 tested hyperlipidaemic sera allowing use of the
screening technique. Millipore filtration of turbid
hyperlipidaemic sera at 370C lead to a 50% greater
reduction in A OD (Table 3) in all sera, whether or
not clarification occurred. There was little or no
effect upon samples containing cryoglobulins
(Table 4), another point of differentiation.

Table 2 Results of cryoglobulin screening by the optical
density method in sera with cryoglobulins by the conven-
tional technique
Case Diagnosis Amount of A ODt Cryoglobulin

cryoprotein content of
(Aglml)* cryoprecipitate

1 RA vasculitis 400 0.06 IgM-IgG
2 SLE 80 0.06 IgM-IgG
3 SLE 150 0.12 IgM-IgG
4 MCTD 250 0.21 IgM-IgG
5 Ess. Cryo. 5000 1.14 IgM-IgG-IgA
6 RA 80 0*04 IgM-IgG
7 RA 30 0*02 IgM-IgG
8 SLE 150 0-06 IgM-IgG
9 RA 90 0*04 IgM-IgG
10 Ess. Cryo. 1900 0.78 IgM-IgG-IgA
11 Vasculitis 60 0*04 IgM-IgG
12 MCID 120 0-05 IgM-IgG
13 SLE 253 0*26 IgM-IgG-IgA
14 SLE 90 0-06 IgM-IgG
15 RA 155 0-18 IgM-IgG
16 SLE 360 0-10 IgM-IgG
17 SLE 144 0.05 IgM-IgG
18 RA 120 0-06 IgM-IgG
19 SLE 160 0.07 IgM-IgG

*Protein content of the cryoprecipitate by the Lowry method (jig/ml
of original serum).
tSee Table 1.
tEss. Cryo. = essential mixed cryoglobulinaemia.

Table 3 Results of cryoglobulin screening by the optical
density method in turbid hyperlipidaemic sera negative for
cryoglobulin by the conventional technique
Case Diagnosis A OD before A OD after

filtration* filtration*

1 N-PP* 0*25 0*06
2 N-PP 0*22 0*02
3 N-PP 0.28 0-14
4 N-PP 0-06 0.01
5 N-PP 0-05 0.01
6 N-PP 0.22 0*06
7 N-PP 0*08 0*02
8 N-PP 0.06 0.03
9 N-PP 0-08 Not tested
10 N-PP 0.04 Not tested
11 Diabetes mellitus 0.08 0.02
12 Diabetes mellitus 0-06 0.02
13 Diabetes mellitus 0.04 Not tested
14 Diabetes mellitus 0.04 Not tested
15 Diabetes mellitus 0.06 Not tested

*As in Table 1.
tNormal - post prandial.

The difference in OD at 500 mg between the sample of serum (50%
in saline) incubated at 4°C and the sample incubated at 37'C for 1
hour. (OD 4C - OD 37'C = A OD.)
N=normal, SLE=systemic lupus erythematosus, RA=rheumatoid
arthritis, JRA=juvenile rheumatoid arthritis.
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Table 4 The effect of millipore filtration upon cryoglob-
ulin screening by the optical density method using sera
with cryoglobulins by the conventional technique
Case Diagnosis Amount of A OD A OD

protein before after
(IlgIml)* filtrationt filtrationt

3 SLE 150 0-12 0.10
4 MCTD 250 0-21 0.19
5 Ess. Cryo. 5000 1-14 1.15
6 RA 80 0.04 0.04
8 SLE 150 0-06 0-05

11 Vasculitis 60 0.04 0.04
13 SLE 253 0-26 0.20
15 RA 155 0.18 0.17

*As in Table 2.
tAs in Table 1.

Discussion

There are a number of elegant new techniques for
detection of circulating immune complexes. These
remain, for the most part, procedures for research
laboratories. A simple, sensitive, and clinically
proven method, is not now available for detection
of all circulating immune complexes (Agnello, 1976).
Methods utilising Cl q as a precipitating reagent for
complexes can be applied only to those complexes
which activate the classical complement pathway.
Complement binding methods do not detect small
or low affinity immune complexes with small degrees
of lattice formation (Agnello et al., 1971). Sub-
stances which may be found in patient sera, yet not
in immune complexes, such as free DNA or lipo-
polysaccharide, react with Clq giving false positive
results (Hyslop etal., 1970) in Clq binding techniques.
The use of monoclonal rheumatoid factor (RF), will
detect smaller complexes, but these techniques are
limited to the detection ofIgG complexes and require
the availability of a rare monoclonal immuno-
globulin with potent rheumatoid factor activity.
Preparing and finding these immunoreagents poses
considerable problems for most clinical laboratories.
Neither assay differentiates immune complexes from
non-specifically aggregated immunoglobulins (Gab-
riel and Agnello, 1977). The elegant Raji cell assay-
is perhaps the most sensitive available assay but it
requires the expense and labour of maintenance of
a tissue culture cell line as well as radioisotopes
(Theofilopoulos et al., 1974). Anti-lymphocyte
antibodies interfere with this test. Finally, the remark-
able sensitivity of these specialised new techniques is
not clearly relevant to the clinician since miniscule
amounts of immune complexes have been detected
in a remarkable diversity of pathogenetic settings
and in presumably normal individuals (Soothill, 1977).
The method for cryoglobulin screening reported

here is based upon the spectrophotometric detection
of a difference in optical density ( A OD at 500 m,u)

between a sample of serum incubated at 40C and
another incubated at 37°C. This difference is due
to light scattering in the initial phase of cryoaggre-
gation. The test was recorded after 1 hour of cold
incubation and requires no more than 1 ml of serum.
None of the 28 sera negative for cryoglobulins by
the conventional method demonstrated an increase
in OD upon incubation at 4°C. Conversely 18 of
19 sera containing as little as 60 Fg/ml were positive
by the screening techniques, well within the level of
below 80 .tg/ml which has been considered to be the
upper limit of normal (Cream, 1972) as performed
by the conventional method.
The present study shows that the initiation of

cryoprecipitation by mixed cryoglobulins is prompt.
This has been reported previously for monoclonal
cryoglobulins (Konieczny and Bobrzecka, 1970;
Saluk and Clem, 1975). The phenomenon depends
upon the decrease in light transmission generated as
colloidal particles are formed in the cold from
interaction of previously soluble immunoglobulins.
In low concentrations cryoreactive proteins were
observed, in the studies reported here, to slowly
approach a maximal light scattering value whereas
in the samples with much cryoprotein, larger aggre-
gates formed rapidly, presumably lessening colloidal
light dispersion and fostering sedimentation. Cryo-
globulin protein concentration was thus the most
important variable for the time course of this pheno-
menon.

This screening method will provide to the clinician
a prompt means of screening for possible immune
complex disease and may be of particular assistance
in the diagnosis of undefined multi-systemic disease
or possible vasculitis.

The authors gratefully acknowledge the assistance of
Evelyn V. Hess, MD in the review of the manuscript.

References
Agnello, V. (1976). Detection of immune complexes. In
Manual of Clinical Immunology, pp. 669-675. Ed. by N. L.
Rose and H. Friedman. American Society for Micro-
biology: Washington.

Agnello, V., Koffner, D., Eisenberg, J. W., Winchester, R. J.,
and Kunkel, H. G. (1971). Clq precipitins in the sera of
patients with systemic lupus erythematosus and other
hypocomplementemic states: Characteristics of high and
low molecular weight types. Journal of Experimental
Medicine, 134, 228S-241S.

Barnett, E. V., Bluestone, R., Cracchiolo, A., Goldberg,
L. S., Kantor, G. L., and McIntosh, R. (1970). Cryoglobu-
linemia and disease. Annals of Internal Medicine, 73, 95-
107.

Brouet, J., Clauvel, J., Danon, F., Klein, M., and Selig-
mann, M. (1974). Biologic and clinical significance of
cryoglobulins. Am?rican Journal of Medicine, 57, 775-778.

Christian, C. L., Hatfield, W. B., and Chase, P. H. (1963).
Systemic lupus erythematosus. Cryoprecipitation of serum.
Journal of Clinical Investigation, 42, 823-829.

 on M
ay 16, 2023 by guest. P

rotected by copyright.
http://ard.bm

j.com
/

A
nn R

heum
 D

is: first published as 10.1136/ard.37.5.444 on 1 O
ctober 1978. D

ow
nloaded from

 

http://ard.bmj.com/


448 Kalovidouris, Johnson

Cream, J. J. (1972). Cryoglobulins in vasculitis. Clinical and
Experimental Immunology, 10, 117-126.

Gabriel, A., and Agnello, V. (1977). The use of radioim-
munoassays with Cl q and monoclonal rheumatoid factor.
Journal of Clinical Investigation, 59, 990-1001.

Grey, H. M. and Kohler, P. F. (1973). Cryoimmuno-
globulins. Seminars in Hematology, 10, 87-112.

Hyslop, N. E., Dourmashkin, R. R., Green, N. M., and
Porter, R. R. (1970). The fixation of complement and the
activated first component (Cl) of complement by com-
plexes formed between antibody and divalent hapten.
Journal of Experimental Medicine, 131, 783-802.

Konieczny, L., and Bobrzecka, K. (1970). Studies on aggre-
gation and precipitation in cryoglobulin. Bulletin de la
Societe de Chimie Biologique, 52, 365-376.

Lowry, 0. H., Rosebrough, N. J., Farr, A. L., and Randall,
R. J. (1951). Protein measurement with the folin phenol
reagent. Journal of Biological Chemistry, 193, 265-275.

Mcintosh, R. M., Griswold, W. R., Chernack, W. B.,
Williams, G., Strauss, J., Kaufman, D. B., Koss, M. N.,
McIntosh, J. R., Cohen, R., and Weil, R. (1975). Cryo-
globulins Ill. Further studies on the nature, incidence,

clinical, diagnostic, prognostic and immunopathologic
significance of cryoproteins in renal disease. Quarterly
Journal of Medicine, 44, 825-307.

Meltzer, M., and Franklin, E. C. (1966). Cryoglobulinemia:
A study of twenty-nine patients. American Journal of
Medicine, 40, 828-836.

Saluk, P. H., and Clem, W. (1975). Studies on the cryo-
precipitation of a human IgG3 cryoglobulin: The effects
of temperature-induced conformational changes on the
primary interaction. Immunochemistry, 12, 29-37.

Soothill, J. F. (1977). Chairman's summary. Detection and
measurement of circulating soluble antigen-antibody
complexes and anti-DNA antibodies. Annals of the Rheu-
matic Diseases, 36, Suppl. 64-66.

Theofilopoulos, A. N., Wilson, C. B., Bokisch, V. A., and
Dixon, F. J. (1974). Binding of soluble immune complexes
to human lymphoblastoid cells. Journal of Experimental
Medicine, 140, 1230-1244.

Weisman, M., and Zvaifler, N. H. (1975). Cryoglobulinemia
in rheumatoid arthritis-significance in serum of patients
with rheumatoid vasculitis. Journal of Clinical Investi-
galion, 56, 725-739.

 on M
ay 16, 2023 by guest. P

rotected by copyright.
http://ard.bm

j.com
/

A
nn R

heum
 D

is: first published as 10.1136/ard.37.5.444 on 1 O
ctober 1978. D

ow
nloaded from

 

http://ard.bmj.com/

